Coronary Intervention Complicated by Pressure Wires Caught Within Stent Struts.
Coronary guidewire fracture or entrapment is a recognized complication of percutaneous coronary intervention that can result in abrupt vessel closure, thrombosis, or stent deformation. Developments in pressure-wire (PW) design have enabled their use for coronary intervention. We describe two cases where the pressure sensor became trapped against stent struts during PW removal.